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Ultrasensitive, rapid and selective diagnostic probes are urgently needed to overcome the limitations of
traditional probes for norovirus (NV). Here, we report the detection of NV genogroup II via nucleic acid
hybridization technology using a quantum dot (QD)-conjugated molecular beacon (MB) probe. To boost
the sensitivity of the MB assay system, an ultrasensitive QD ﬂuorophore with unique optical properties
was synthesized, characterized and exploited as a ﬂuorescence signal generator. Alloyed thioglycolic
(TGA)-capped CdZnSeS QDs with a high photoluminescence (PL) quantum yield (QY) value of 92% were
synthesized, and a modiﬁed silanization method was employed to encapsulate the thiol-capped QDs in a
silica layer. The resulting highly luminescent alloyed SiO2-coated CdZnSeS QDs had a remarkable PL QY
value of 98%. Transmission electron microscopy and dynamic light scattering conﬁrmed the mono-
dispersity of the alloyed nanocrystals, and zeta potential analysis conﬁrmed their colloidal stability.
Powder X-ray diffraction and PL lifetime measurements conﬁrmed the surface modiﬁcation of the QDs.
The alloyed TGA-capped and SiO2-coated CdZnSeS QD-conjugated MB bioprobes detected extremely low
concentrations of NV RNA. Ultrasensitive detection of low concentrations of NV RNA with a limit of
detection (LOD) of 8.2 copies/mL in human serum and a LOD of 9.3 copies/mL in buffer was achieved
using the SiO2-coated CdZnSeS QD-MB probes, an increase in sensitivity of 3-fold compared with the
detection limit for NV RNA using TGA-capped CdZnSeS QD-MBs. The additional merits of our detection
system are rapidity, speciﬁcity and improved sensitivity over conventional molecular test probes.
& 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
Noroviruses (NVs) are the leading etiological viral agent of
acute gastroenteritis and are the predominant causative agents of
outbreaks of foodborne disease (Ando et al., 1995; Rooney et al.,
2014). Conventional diagnostic techniques for NV have certain
limitations. For example, enzyme immunoassays and rapid im-
munochromatographic assays exhibit contrasting sensitivities, and
the former is not useful for point-of-care or nucleic acid ampliﬁ-
cation testing (Robilotti et al., 2015). Molecular diagnostic tests
employing RT-PCR are limited by post-ampliﬁcation specimen
handling, assay complexity and the requirement for accurateB.V. This is an open access article u
een Science and Technology,
22-8529, Japan.
. Adegoke),
a@shizuoka.ac.jp (T. Kato),performance tests (Robilotti et al., 2015). There is therefore an
urgent demand for diagnostic probes that can offer accurate, rapid
detection, high sensitivity and high speciﬁcity for NV.
Molecular beacon (MB) probes have been employed extensively
in chemical and biological research, including in genotyping
(Kostrikis et al., 1998), single nucleotide detection by PCR (Barreiro
et al., 2009), mutation detection (Hodgson et al., 2002), cancer-cell
detection (Medley et al., 2005), assays for nucleic acid cleavage (Li
et al., 2000) and monitoring viral infection (Santangelo et al.,
2006). For biosensor applications, a key consideration in the de-
sign of a MB probe is the choice of the ﬂuorophore reporter. To
generate a novel ﬂuorescent signal for the detection of the target
analyte, the ﬂuorophore reporter must exhibit unique optical
properties. Semiconductor quantum dot (QD) nanocrystals are an
excellent choice as a ﬂuorophore reporter compared to organic
dyes due to their size-tunable absorption and ﬂuorescence spectra,
narrow emission and broad absorption spectra, color tunability,
excellent photostability and low resistance to photodegradation
(Anderson and Chan, 2008; Bruchez et al., 1998; Chan and Nie,nder the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
O. Adegoke et al. / Biosensors and Bioelectronics 86 (2016) 135–1421361998). The chemistry of QDs can be tailored by producing alloyed
nanocrystals. Alloyed QDs enable improved ﬂexibility in output
efﬁciency compared to conventional QD systems (Wang et al.,
2009; Ma et al., 2009; Caruge et al., 2008). Different alloyed QD
cores for ternary and quaternary structures have been reported
(Ünlü et al., 2013; Swafford et al., 2006; Adegoke et al., 2015).
We recently reported a new method for viral nucleic acid
ﬂuorescence detection using an alloyed QD-MB biosensor probe
(Adegoke et al., 2016). We demonstrated the ultrasensitive nature
of the detection system based on the choice of ﬂuorophore re-
porter. Ultrasensitive alloyed core/shell QDs with high photo-
luminescence (PL) quantum yield (QY) were used as the ﬂuor-
ophore reporter to generate an unparalleled ﬂuorescent signal for
the detection of extraordinarily low concentrations of inﬂuenza
virus RNA (Adegoke et al., 2016). We have continued to develop
alloyed QD systems with unique optical properties for use as ul-
trasensitive ﬂuorescence signal generators in viral nucleic acid
detection.
In this work, water-soluble alloyed quaternary CdZnSeS QD
nanocrystals were synthesized. First, an organometallic hot-in-
jection method was used to fabricate the hydrophobic CdZnSeS
QDs, and a ligand-exchange reaction using thioglycolic acid (TGA)
as the thiol ligand was used to obtain water-soluble nanocrystals.
We further employed a modiﬁed silanization method to improve
the optical properties of the alloyed QDs. The modiﬁed
SiO2-coated alloyed CdZnSeS QDs exhibited a remarkable PL QY
value of 98%. We then demonstrated the bioanalytical potential of
the SiO2-coated CdZnSeS QD-conjugated MB probe as an ultra-
sensitive ﬂuorescence biosensor for the detection of extremely low
concentrations of NV genogroup II RNA. The ultrasensitive feature
of our probe system is the unprecedented ﬂuorescent signal gen-
erated by the SiO2-coated CdZnSeS ﬂuorophore reporter. We
exploited the versatility of our probe system by demonstrating its
efﬁcacy for the detection of the target NV RNA in complex biolo-
gical matrix. For comparison, we explored the potential of alloyed
TGA-CdZnSeS-MB to detect extremely low concentrations of the
target NV RNA. The SiO2-coated alloyed CdZnSeS-MB nano-
diagnostic bioprobe developed in this work for NV RNA is the ﬁrst
of its kind and is rapid, speciﬁc, versatile and ultrasensitive.2. Materials and methods
2.1. Materials
Cadmium oxide (CdO), octadecene (ODE), zinc oxide (ZnO),
trioctylphosphine oxide (TOPO), trioctylphosphine (TOP), sele-
nium (Se), hexadecylamine (HDA), sulfur, (3-aminopropyl)tri-
methoxysilane (3-APTMS), chlorotrimethylsilane, tetra-
methylammonium hydroxide (TMAH) pentahydrate, succinic an-
hydride, rhodamine 6G, N-(3-dimethylaminopropyl)-N′-ethylcar-
bodiimide hydrochloride (EDC), N-hydroxysuccinimide (NHS) and
TGA were purchased from Sigma Aldrich Co. LLC (Saint Louis, MO,
USA). Oleic acid was purchased from Nacalai Tesque Inc. (Kyoto,
Japan). Potassium hydroxide (KOH), methanol, acetone and
chloroform were purchased from Wako Pure Chemical Ind. Ltd.
(Osaka, Japan). An ultra-pure Milli-Q Water System was used as
the water source. Target complimentary NV RNA of genogroup II
(G11), non-complimentary dengue 1 virus RNA and inﬂuenza virus
A/California/07/2009 (H1N1) were purchased from Vircell Micro-
biologists (Granada, Spain). The MB with a DNA oligonucleotide
was synthesized and puriﬁed by HPLC by FASMAC (Kanagawa,
Japan). The MB consisted of a 30-bp single-stranded DNA labeled
at the 5′ terminus with an amino group (NH2) and at the 3′ ter-
minus with the ﬂuorescence quencher BHQ-1 (black hole
quencher 1). The MB probe contained 20 bp complementary to NVgenogroup II RNA. The resulting oligonucleotide sequence of the
MB was as follows:
5′-/NH2-/GCGACGAATTAGCTTGTATGATGTCGTCGC-BHQ1/-3′.
The underlined bases correspond to the stem domain.
2.2. Equipment
UV/vis absorption and ﬂuorescence emission measurements
were performed using a ﬁlter-based multimode microplate reader
(Inﬁnites F500, TECAN, Ltd, Männedorf, Switzerland). Transmis-
sion electron microscopy (TEM) images were captured using a
TEM JEM-2100F, (JEOL, Ltd., Tokyo, Japan) operated at 100 kV.
Powder X-ray diffraction (PXRD) measurements were obtained
using a RINT ULTIMA XRD (Rigaku Co., Tokyo, Japan) with a Ni
ﬁlter and a Cu-Kα source. Data were collected from 2theta¼5–60°
at a scan rate of 0.01°/step and 10 s/point. Fourier transform in-
frared spectroscopy (FT-IR) analyses were conducted using an FT-
IR instrument (ATR 8700, Shimadzu Co., Tokyo, Japan). Zeta po-
tential and dynamic light scattering (DLS) analyses were per-
formed using a Zetasizer Nano series. Fluorescence lifetime mea-
surements were obtained by ﬂuorescence lifetime imaging mi-
croscopy (FLIM) with a time-resolved CMOS image sensor (Seo
et al., 2015). The excitation source was a 472-nm laser diode with a
pulse width of 120 ps and a peak power of 48 mW. The cycle
period of the trigger signal was 192 ns, the width of the time
windowwas 26 ns, the delay step for scanning was 500 ps, and the
sensor's intrinsic response to the 472-nm laser was 220 ps.
2.3. Silica encapsulation of alloyed CdZnSeS QDs
First, alloyed TGA-capped CdZnSeS QDs were synthesized based
on our recent report (Adegoke et al., 2016). The alloyed TGA-capped
CdZnSeS QDs were silanized according to a reported procedure (Wu
et al., 2011) with modiﬁcations. The amino-silanized QDs were pre-
pared by mixing 10 mL of 3-APTMS with 5 mL of methanol and ad-
ded to 10 mL of an aqueous alloyed QD solution at room temperature
with vigorous stirring. The solution was allowed to stir for 10 min
and then heated at 60 °C for 30 min. To quench the silanization
reaction, 80 mL of methanol was added to the QD solution, swiftly
followed by the addition of 3 mL of chlorotrimethylsilane basiﬁed
with 3.75 g of solid TMAH pentahydrate. The solution was stirred for
2 h and was then heated at 60 °C for 30 min. The amino-si-
lanized alloyed QDs were precipitated from solution by acetone and
further washed with chloroform.
The carboxyl-silanized alloyed QDs were prepared by sus-
pending the wet precipitate of the amino-silanized QDs in phos-
phate buffer, pH 9, and 1.0 g of succinic anhydride was added and
dissolved ultrasonically. The solution was stirred overnight at
ambient temperature. The carboxyl-silanized alloyed QDs were
precipitated from solution by acetone and further washed with
chloroform.
2.4. Preparation of the SiO2-coated CdZnSeS-MB bioprobe
An aqueous solution (2.5 mL) of alloyed SiO2-CdZnSeS QDs
(0.6 mg/mL) in phosphate buffer (pH 7.4) was stirred in a capped
vial with 1.0 mL of aqueous 0.1 M EDC. The reactionwas allowed to
proceed for 35 min to activate the carboxylate groups on the QD
surface. Then, 1.0 mL of 10 nM MB (prepared in Tris-EDTA buffer,
pH 8.0) and 1.0 mL of 0.1 M NHS solution were added to the
EDC-activated alloyed QDs and reacted overnight at ambient
temperature. The alloyed QD-MB conjugate was concentrated and
puriﬁed by centrifugation in a 30,000 Microcon molecular weight
cut-off Nanoseps centrifugal ﬁlter (Pall Co., Port Washington, NY,
USA). The QD-MB conjugate solution was stored at 4 °C prior to
use.
Scheme 1. Schematic representation of the ligand-exchange reaction, silica encapsulation and conjugation and detection of NV RNA. The TGA thiol ligand was capped on the
surface of the QDs via a ligand-exchange reaction. The QDs were ﬁrst silanized with an amino group and then further silanized with a carboxylate group. The carboxylate-
silanized QDs were conjugated to MB probes via EDC/NHS chemistry. The detection of viral NV RNA was accomplished via hybridization.
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In a 96-well plate, 1 mL of puriﬁed alloyed QD-MB solution was
mixed with 50 mL of buffer or human serum and 5 mL of the target
NV RNA. Each concentration of NV was detected under the same
experimental conditions. For each concentration of NV RNA de-
tected, an hybridization time of 3 min was employed to allow the
DNA oligonucleotide sequence to hybridize with the target RNA
sequence. Triplicate measurements were performed for each
concentration of NV. The excitation wavelength was ﬁxed at
470 nm, and the PL emission range was measured between 480
and 800 nm.
2.6. Fluorescence detection principle
Scheme 1 illustrates the detection principle of the alloyed QD-
MB bioprobe for NV RNA. The terminal carboxyl functional group
of the alloyed QDs was conjugated to the terminal amino moiety at
the 5′ end of the MB to form a covalent amide bond linkage. In the
absence of the target NV RNA, the alloyed QDs and the quencher
molecule are in close proximity. However, in the presence of the
target RNA, the hybridization of the DNA oligonucleotide loop
sequence of the MB with the RNA sequence of the target NV re-
sults in a DNA/RNA heteroduplex that stretches the distance be-
tween the alloyed QD reporter and the quencher molecule. The
hybridization effect allows the alloyed QD reporter to generate a
ﬂuorescent signal that is proportional to the concentration of NV
RNA.3. Results and discussion
3.1. Structural properties
3.1.1. Morphology of alloyed CdZnSeS QDs
Scheme 1 provides a description of the silica-encapsulation pro-
cedure employed to modify the surface of the alloyed CdZnSeS QDs.
The major steps of this process were as follows: (i) ligand phase
transfer, (ii) silanization with the 3-APTMS precursor in an aqueous
medium and (iii) conversion of the primary amine group to a carboxyl
functional group with succinic anhydride in an alkaline medium.
Fig. 1A–C shows the TEM images (same sample, differentmagniﬁcations) of the alloyed TGA-capped CdZnSeS QDs, and
Fig. 1D–F shows the corresponding images of SiO2-coated CdZnSeS
QDs. A high degree of monodispersity and homogeneity in the
particle distribution of TGA-capped and SiO2-coated CdZnSeS QDs
was achieved, as indicated in each image magniﬁcation. The mor-
phological assembly of the nanocrystals revealed the formation of a
quasi-spherical pattern of particles that remained consistent
throughout the entire TEM monograph. Observing the embedding
of the QDs in the silica layer is difﬁcult from the TEM images of the
SiO2-coated CdZnSeS QDs, most likely because of the structural
nature and surface properties of the alloyed QDs. Generally, we can
infer that upon silanization of the alloyed QDs, the particle size
distribution and the morphological assembly of the QDs were not
distorted. We attribute this stability to the effective silanization
procedure, which modiﬁed the QD surface while retaining its
morphological pattern. The average particle size distribution for
TGA-CdZnSeS QDs was estimated as 5.9 nm, which increased to
6.7 nm upon formation of the SiO2-coated CdZnSeS QDs. Tenta-
tively, we estimate that a silica shell layer with a thickness of
0.4 nm was coated around the alloyed QDs.
3.1.2. Hydrodynamic particle size and zeta potential
An important tool for the size characterization of nanoparticles in
solution is DLS. This technique is also essential in probing the mono-
dispersity or polydispersity of nanoparticles in solution. If both TGA-
capped and SiO2-coated CdZnSeS QDs have a high polydispersity index
and are aggregated, the measured DLS hydrodynamic size will be
extremely large compared with the TEM size. Suspensions of ag-
gregated nanoparticles generally have a hydrodynamic size in the
range of 100–300 nm. By contrast, if the alloyed nanocrystals do not
aggregate, the hydrodynamic size will be slightly larger or similar to
the value determined by TEM. Fig. 2(A) and (B) show the DLS curves
for TGA-capped and SiO2-coated CdZnSeS QDs. The monodispersity of
the nanocrystals was conﬁrmed by the DLS hydrodynamic size. The
hydrodynamic size obtained for alloyed TGA-CdZnSeS was 5.1 nm,
similar to the TEM value of 5.9 nm. The measured hydrodynamic size
of the alloyed SiO2-coated CdZnSeS QDs was 44.9 nm, larger than the
TEM value but still within the range of nanocrystal monodispersity. It
is important to note that the DLS data of TGA QDs and silica-coated
QDs are not expected to have the same degree of dispersity in solution
due to differences in the surface capping. TGA-QDs has a thiol ligand
on its surface and silica-coated QDs has a silica layer on its surface. The
Fig. 1. TEM images of alloyed TGA-CdZnSeS QDs (A–C) and SiO2-CdZnSeS QDs (D–F) at different magniﬁcations.
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solution which will inﬂuence the hydrodynamic size results.
The zeta potentials of the alloyed nanocrystals were measured
to probe their colloidal stability in solution. Zeta potential values
are usually in the range of 100 mV to þ100 mV. The long-term
stability of alloyed nanocrystals can be predicted from the mag-
nitude of the zeta potential. Nanoparticles with zeta potentials in
the range of 10 and þ10 mV are considered neutral, but if this
value is greater than þ30 mV or lower than 30 mV, the nano-
particles are considered strongly cationic or strongly anionic
(Cloqston and Patro, 2011). Strongly cationic or strongly anionicFig. 2. DLS spectra of TGA-CdZnSeS QDs (A) and SiO2-CdZnSeS QDs (B). Zetananoparticles are considered to exhibit a high degree of colloidal
stability. Fig. 2(C) and (D) present the zeta potential curves of TGA-
capped and SiO2-coated CdZnSeS QDs exhibiting a single sym-
metric Gaussian peak. The zeta potential value was 63.4 mV for
alloyed TGA-CdZnSeS QDs and 58.0 mV for SiO2-coated CdZnSeS
QDs. These values indicate that both TGA-capped and SiO2-coated
CdZnSeS QDs exhibit a high degree of colloidal stability in solution.
3.1.3. PXRD
PXRD analysis was performed to conﬁrm the crystallinity of the
alloyed nanocrystals. Fig. 3 shows the XRD patterns of TGA-cappedpotential spectra of TGA-CdZnSeS QDs (C) and SiO2-CdZnSeS QDs (D).
Fig. 3. Powder XRD spectra of TGA-CdZnSeS QDs and SiO2-CdZnSeS QDs. Fig. 5. FT-IR spectra of the unconjugated SiO2-CdZnSeS QDs and the SiO2-CdZnSeS
QD-MB bioprobe.
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alloyed nanocrystals exhibit a notable zinc-blend crystal structure
with peaks indexed to the {111}, {220} and {311} planes. The dif-
fraction pattern demonstrates that encapsulating the alloyed QDs
with silica did not induce a phase change. The three diffraction
peaks were more reﬁned for the SiO2-coated CdZnSeS QDs than for
the TGA-CdZnSeS QDs, which we attribute to the surface mod-
iﬁcation of the alloyed nanocrystal.
3.2. Photophysical properties
Fig. 4(A) and (B) show the absorption and PL emission spectra of
luminescent TGA-capped and SiO2-coated CdZnSeS QDs. BothFig. 4. UV/vis absorption and PL emission spectra of TGA-CdZnSeS QDs (A) and SiO2-Cd
QDs (D).alloyed nanocrystals displayed a band edge in the PL emission
spectra with no evidence of deep-trap emission. A well-pronounced
excitonic peak was evident in the absorption spectrum of the TGA-
CdZnSeS QDs at 598 nm but was broadened slightly for the
SiO2-coated CdZnSeS QDs and red-shifted to 606 nm. The broad-
ening and red shift of the excitonic peak of the SiO2-coated CdZnSeS
QDs are direct evidence of the surface modiﬁcation process.
The PL emission wavelength of the TGA-CdZnSeS QDs was
624 nm, whereas that of the SiO2-coated CdZnSeS QDs was
630 nm. The red shift of the PL emission also conﬁrms the surface
modiﬁcation process. The full widths at half maximum (FWHM) of
the alloyed nanocrystals were 36 nm for TGA-CdZnSeS QDs andZnSeS QDs (B). PL lifetime decay curves of TGA-CdZnSeS QDs (C) and SiO2-CdZnSeS
Fig. 6. (A) PL-enhancement detection of NV RNA in buffer solution using the SiO2-CdZnSeS QD-MB bioprobe and (B) the corresponding PL calibration curve. (C) PL en-
hancement detection of NV RNA in buffer solution using the TGA-CdZnSeS QD-MB bioprobe and (D) the corresponding PL calibration curve. The errors bars represent the
standard deviation of three replicate measurements.
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crystals demonstrate that they exhibit a narrow emission line
width, which is a unique advantage over traditional organic
ﬂuorophore dyes.
To assess the quality and to more effectively demonstrate the
effect of the silanization process, we determined the PL QY of the
alloyed nanocrystals. The PL QY of TGA-CdZnSeS QDs was 92%,
whereas that of SiO2-coated CdZnSeS QDs was 98%. In general,
both alloyed nanocrystals exhibited remarkable PL QY, which di-
rectly conﬁrm the improvement in the photophysical properties of
the SiO2-coated CdZnSeS QDs. The improvement in the PL QY of
the QDs after salinization suggests that the ﬂuorescence of the QDs
was preserved. The mechanism of the salinization process involves
the slow hydrolysis of 3-APTMS which resulted in a well-passi-
vated arrangement on the QDs surface to form a thin layer of silica
shell that de-shielded the ﬂuorescence of the QDs from ﬂuores-
cence loss. We therefore conﬁrm that the silanization reaction
employed in this work is viable and effective for producing silica-
coated alloyed nanocrystals with remarkable optical properties for
ultrasensitive biodetection. The mechanism of the silanization
reaction involves changing the surface state of the alloyed QDs
with respect to the modiﬁcation of the TGA thiol capping. The
partial hydrolysis of 3-APTMS molecules in solution yielded a well-
ordered array of silica coating onto the QD surface.
To further conﬁrm the change in the surface state of the alloyed
QDs, PL lifetime measurements were performed. Fig. 4(C) and(D) present the PL decay curves of TGA-capped and SiO2-coated
CdZnSeS QDs. From the analysis of the decay curves, we observed
a more well-ordered arrangement in the decay proﬁle for
SiO2-coated CdZnSeS QDs than for TGA-CdZnSeS QDs. This differ-
ence in the decay proﬁle conﬁrms the surface modiﬁcation of the
QDs. The PL lifetime was ﬁtted monoexponentially to a slow decay
value of 12.3 ns for the TGA-CdZnSeS QDs whereas for the
SiO2-coated CdZnSeS QDs a fast decay value of 2.8 ns and a slow
decay value of 7.7 ns was obtained. These results indicate that the
SiO2-coated CdZnSeS QDs decayed faster than the TGA-CdZnSeS
QDs. Because the PL lifetime depends on the nature of the surface-
attached ligand, the fast decay exhibited by the SiO2-coated
CdZnSeS QDs directly conﬁrms the surface state of the QDs that
were modiﬁed during the silanization process and afﬁrms the
perfectly suppressed non-radiative recombination exciton states.
3.3. Biosensing of NV RNA
3.3.1. Conjugate formation
The covalent amide bond between the alloyed QD ﬂuorophore
reporter and MB was conﬁrmed using FT-IR. Fig. 5 shows the FT-IR
spectra of the unconjugated alloyed SiO2-coated CdZnSeS QDs and
the SiO2-coated CdZnSeS QD-MB bioprobe. In the spectrum of the
unconjugated alloyed QDs, the band at 1541 cm1 was assigned to
the asymmetric carboxylate (–COO) group. For the QD-MB probe,
the amide linkage was conﬁrmed by the band at 1651 cm1 for the
Fig. 7. (A) PL-enhancement detection of NV RNA in human serum using the SiO2-CdZnSeS QD-MB bioprobe and (B) the corresponding PL calibration curve. (C) Speciﬁcity for
the detection of NV RNA using the SiO2-CdZnSeS QD-MB bioprobe and employing dengue 1 virus RNA and inﬂuenza virus RNA as negative controls. The errors bars represent
the standard deviation of three replicate measurements.
Table 1
Comparison of the LOD of SiO2-CdZnSeS-MB bioprobe with reported values for the
detection of NV genogroup II.
Probe name Technique LOD
(copies/mL)
Refs.
SiO2-CdZnSeS QD-MB
(BHQ-1)
Fluorescence
enhancement
8.2 This work
EP-JV RT-PCR Molecular test 3981 Rooney et al.
(2014)
EP-SR RT-PCR Molecular test 31,623 Rooney et al.
(2014)
NASBA MB assay Molecular test 100 Patterson et al.
(2006)
NASBA¼Nucleic acid sequence-based ampliﬁcation.
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bond.
3.3.2. Detection of NV using SiO2-CdZnSeS-MB
Having obtained a remarkable PL QY of 98% for the alloyed
SiO2-coated CdZnSeS QDs, an unprecedented PL signal reporting
capability for NV RNA was anticipated. We therefore evaluated the
ability of the SiO2-CdZnSeS-MB bioprobe system to detect ex-
tremely low concentrations of NV genogroup II RNA. Fig. 6(A) shows the PL signal spectra for the detection of NV RNA in a
buffer solution using the SiO2-CdZnSeS-MB probe. A steady in-
crease in the PL intensity was achieved in the range of 2–
16 copies/mL of NV RNA. A key feature of the detection system is
the lack of a peak shift in the PL signal spectra. The lack of a peak
shift demonstrates the high photostability of the modiﬁed alloyed
QDs. The corresponding PL signal calibration curve is shown in
Fig. 6(B). The limit of detection (LOD) was calculated by multi-
plying the standard deviation (δ) of 10 separate measurements
(n¼10) by 3 and dividing by the slope (K) of the linear calibration
curve (LOD¼3δ/K). The resulting LOD was 9.3 copies/mL.
3.3.3. Comparison to TGA-CdZnSeS-MB
To effectively demonstrate the advantages of the
SiO2-CdZnSeS-MB probe for NV RNA detection, we additionally
investigated the efﬁcacy of the TGA-CdZnSeS-MB probe for de-
tecting extremely low concentrations of NV RNA under the same
experimental conditions. We successfully detected NV RNA at 0–
10 copies/mL using the TGA-CdZnSeS-MB probe, as shown in Fig. 6
(C) (the corresponding PL signal calibration curve is shown in
Fig. 6(D)). The LOD was 28.7 copies/mL, which is 3 times less
sensitive than that of the SiO2-CdZnSeS-MB probe. This result
conﬁrms that the silica-encapsulated alloyed QDs produced an
outstanding detection limit for NV RNA.
O. Adegoke et al. / Biosensors and Bioelectronics 86 (2016) 135–142142We believe two possible scenarios are responsible for the im-
proved LOD of SiO2-CdZnSeS QDs as a ﬂuorophore reporter for NV
RNA detection when compared to TGA-CdZnSeS QDs. The ﬁrst is
due to the improved PL QY of the QDs. A general concept in lu-
minescence technology takes into consideration that the higher
the PL QY of a ﬂuorophore, the higher is its sensitivity for direct
application (Lima et al., 2013). Surface dangling bonds on the QDs
surface creates defect states that lowers the PL QY yield of the QDs.
This imply that the higher the PL QY of the QD ﬂuorophore, the
lower is its defect states and a QD with PL QY of perfect unity
(100%) transcends to a surface free from defect states (Han et al.,
2010; Peng et al., 1997). We can tentatively infer that based on the
higher PL QY of the SiO2-CdZnSeS QDs, its surface is more sensitive
to ﬂuorescence signal generation for NV RNA than the ﬂuorescence
reporting signal of TGA-CdZnSeS QDs. The second possibility is
that the distance between the FQ and SiO2-CdZnSeS QD ﬂuor-
ophore reporter after hybridization of the MB with the target NV
RNA is longer than the distance between TGA-CdZnSeS QDs and
the FQ. This can be explained in terms of the surface capping on
the QDs surface. TGA is a small thiol compound that induces the
QDs to exhibit a shorter distance from the FQ after hybridization
relative to the silica coating of the QDs which have extended
functional groups that further stretches the distance of the QDs
from the FQ after hybridization (Scheme 1). Hence, the ﬂuores-
cence of SiO2-CdZnSeS-MB is more sensitive for NV RNA detection
than TGA-CdZnSeS QDs.
3.3.4. Detection in human serum
To demonstrate the versatility of our detection system, NV RNA
was detected in a complex biological medium, human serum.
Fig. 7(A) shows the PL signal emission spectra for the detection of
0–12 copies/mL of NV RNA. A steady enhancement of the PL
emission was obtained as the concentration of NV RNA increased.
The corresponding PL calibration signal curve is shown in Fig. 7(B).
The LOD was 8.2 copies/mL, which is slightly lower than the value
obtained in buffer medium. This result demonstrates that our
detection system is ultrasensitive and versatile. Table 1 shows the
comparison of the LOD of our detection system with reported
values for the detection of NV genogroup II. Additionally, in
comparison to the sensitivity of RT-PCR (the gold standard for
nucleic acid detection) for NV detection, a commercial RIDAGENE
NV RT-PCR detection kit has a LOD of 50 copies per reaction
(Dunbar et al., 2014) while Dreier et al. (2006) reported a LOD of
711 copies/mL for NV detection using RT-PCR. The LOD comparison
demonstrates that our detection system is more sensitive than
traditional molecular test probes and RT-PCR.
3.3.5. Speciﬁcity
The speciﬁcity of the SiO2-CdZnSeS-MB probe system for the
detection of the target NV RNA was investigated by comparing the
PL signal intensity generated for the detection of 16 copies/mL of
the target NV RNA with the PL signal intensity obtained for the
detection of a non-complementary dengue 1 virus RNA and in-
ﬂuenza virus RNA. The concentration of non-complementary
dengue 1 virus RNA and inﬂuenza virus RNA was ﬁxed at
16 copies/mL. As shown in Fig. 7(C), the PL signal intensity gen-
erated for the target NV RNAwas strongly enhanced relative to the
PL intensity of the probe without the target. By contrast, the PL
signal intensities for the non-complementary dengue 1 virus RNA
and inﬂuenza virus RNA of NV RNA were relatively quenched.
These results provide direct evidence that our detection system is
highly speciﬁc for the detection of the target NV RNA.
4. Conclusion
A new nanobiosensor for NV genogroup II RNA was developedusing a modiﬁed SiO2-coated CdZnSeS-MB bioprobe detection
system. The photophysical properties of the alloyed QDs were
improved by modifying the thiol-capped surface with a silica layer
with a thickness of 0.4 nm. Remarkably, the silanization process
improved the PL QY value from 92% to 98%. We evaluated the
abilities of the alloyed thiol-capped CdZnSeS-MB system and the
SiO2-coated CdZnSeS-MB system to detect extremely low con-
centrations of NV RNA. The SiO2-CdZnSeS-MB probe was 3 times
more sensitive than the thiol-capped CdZnSeS-MB. Our detection
system is ultrasensitive, rapid, versatile (with the ability to detect
NV RNA in human serum) and speciﬁc. Additionally, our detection
system is more sensitive than traditional molecular test probes
and could serve as an alternative for point-of-care diagnosis and
rapid diagnosis of immunocompromised patients.Acknowledgements
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